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PURPOSE 


The  purpose  of  this  research  was  to  optimize  the  electrochemical  hydro- 
gen permeation  technique  for  metals. 

* BACKGROUND 

The  low  temperature  permeation  of  hydrogen  through  steel  and  other  mater- 
ials has  been  a subject  of  broad  interest  since  the  phenomenon  was  first  re- 
ported in  1863  ^ The  phenomenon  has  been  known  and  studied  for  more  than 

100  years,  but  the  mechanism (s)  of  hydrogen  entry  and  transport  in  metals  re- 

12) 

main  controversial  and  subject  to  continuing  research  and  discussion  . 

While  the  subject  is  of  considerable  theoretical  interest,  it  also  has 

important  practical  aspects.  Hydrogen  embrittlement  and  stress  corrosion 

cracking  are  serious  engineering  problems,  and  hydrogen  permeation  is  an  im- 

(3-9) 

portant  aspect  of  these  phenomena 

Table  1 is  a summary  of  some  data  on  low-temperature  hydrogen  permeation 
rates  which  have  appeared  in  the  literature.  From  this  it  is  obvious  that 
a wide  variation  in  data  exists,  and  a given  researcher  cannot  compare  his 
results  with  those  obtained  in  another  laboratory  with  any  degree  of  certain- 
ity.  Iti is  problem  has  been  discussed  at  length  by  several  authors.  The 
variation  in  data  can  be  attributed  to  a number  of  causes,  some  of  which  have 
been  generally  recognized,  and  some  of  which  have  not.  These  include: 

1.  Variations  in  calculation  technique.  This  is  a matter  of  con- 
tinuing controversy  and  no  generally-accepted  means  of  calculating  hydro- 
gen  permeation  rates  now  exists  . 

-1- 
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2.  Variations  in  hydrogen  flux  level.  Hydrogen  permeation  is  concentra- 
tion dependent,  and  differences  in  inlet  surface  hydrogen  flux  can  be  demon- 
strated to  drastically  alter  the  hydrogen  permeation  rate  in  ferrous  alloys 
and  other  materials*14'  . 

3.  Variation  in  inlet— surface  reactions.  Many  authors  resort  to  elab- 
orate surface  preparation  procedures, 18 ^ but  this,  unfortunately,  has 
not  always  been  the  case. 

Two  general  methods  of  measuring  hydrogen  permeation  have  been  widely 

reported.  Both  involve  introduction  of  hydrogen  into  one  side  of  a metal 

membrane  and  measuring  the  rate  which  it  arrives  at  the  opposite  side  of 

the  membrane.  Introduction  of  hydrogen  into  a metal  from  a gaseous  phase 

(17) 

has  the  advantage  of  easy  control  of  relative  inlet  fluxes  , and  it  has 

been  widely  used  in  the  study  of  elevated  temperature  hydrogen  permeation  in 

metals.  However,  this  technique  is  limited  to  relatively  low  fluxes,  and  it 

cannot  duplicate  the  high  hydrogen  flux  levels  of  interest  in  low  temperature 

/ 19—20 ) 

stress  corrosion  and  hydrogen  embrittlement  studies 

The  electrochemical  hydrogen  permeation  technique  was  first  introduced 

by  Devanathan  and  Stachurski *21^  and  later  refined  by  Bockris,  Nanis,  and 

(14  16  22-26) 

coworkers  at  the  University  of  Pennsylvania'  ' ' .It  has  the  ad- 

vantages of  simplicity,  low  cost  of  the  equipment  involved,  and  the  possibil- 
ity for  measuring  the  effects  of  widely  varying  hydrogen  inlet  fluxes  on  the 
permeation  rates  of  hydrogen  through  metals.  Unfortunately,  the  method  has 
not  been  uniformly  applied,  and  many  organizations  have  encountered  diffi- 
culties in  employing  this  supposedly  simple  technique*13'  27“29^ . Varia- 
tions in  the  data  reported  using  this  technique  can  be  ascribed  to  all  of 
the  reasons  discussed  previously.  Nonetheless,  this  technique  has  great  pro- 
mise and,  with  proper  development,  could  produce  the  type  of  reproduceable 
data  which  has  been  unavailable  up  to  now.  Hie  need  for  such  data  has  been 
well  documented  and  discussed  *3'  13"^  • 
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SUmARY  OF  NEED 

From  the  above  discussions  on  limitations  of  present  techniques,  the 
following  features  would  appear  to  be  desirable  for  an  electrochemical 
hydrogen  permeation  technique: 

1.  It  should  be  applicable  to  any  alloy  system.  Although  the  above 
discussion  is  primarily  concerned  with  iron  and  steel,  its  application  to 
aluminum,  titanium,  and  uranium  alloys  has  been  proposed^16) . 

2.  Surface  effects  must  be  minimized  or  eliminated.  The  need  exists 
to  separate  surface  reactions  (polarization,  passivation)  from  bulk  effects 
so  that  they  can  be  separately  analyzed.  This  is  especially  true  for 

those  metals  where  the  hydrogen  permeation  is  very  slow,  necessitating  long 

(30  31) 

experimental  times  even  for  very  thin  samples 

3.  The  same  techniques  used  for  bulk  sample  studies  must  be  applicable 

to  surface-entry  studies.  The  need  to  compare,  unequivocally,  permeation 

of  hydrogen  through  samples  where  the  only  variable  is  the  introduction  of 

(3-4) 

an  inlet  surf ace  is  obvious 

4.  Unequivocal  means  of  measuring  temperature  effects  are  needed. 

The  effects  of  temperature  on  diffusivity  have  been  studied  by  several  re- 
searcher:! and  "activation  energies"  have  been  reported^19'  23-24'  26'  32*. 

(14  22) 

However,  the  fact  that  diffusivity  seems  to  be  concentration  dependent  ' 
and  that  surface-entry  blocking  effects  have  been  noted^30'  32-34)  leaves 
these  determinations  subject  to  question.  None  of  the  reported  studies  on 
temperature  have  accounted  for  the  possibility  of  alterations  in  surface 
entry  efficiency  as  a function  of  temperature. 
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5.  Sample  preparation  must  not  introduce  extraneous  hydrogen  into  the 
sample.  Increased  hydrogen  fluxes  have  been  noted  in  samples  which  have 
been  chemically  etched  when  compared  to  mechanically  abraded  surfaces^19'  30^ . 
This  may  be  due  to  improved  surface  entry  kinetics  (i.e.,  a "cleaner"  sur- 
face) , but  it  may  also  be  due  to  unintended  alteration  of  the  sample  by 
electrochemically  generated  hydrogen.  It  is  a thermodynamic  impossibility 

to  dissolve  iron,  or  most  other  metals,  without  the  simultaneous  liberation 
of  hydrogen  in  the  acids  or  other  aqueous  media  which  have  been  reported^ 3 5-3 7 ^ . 
Thus  chemical  etching  raises  questions  about  how  much  hydrogen  trapping, 
microcrack  initiation  or  extension,  etc.  has  occur ed  prior  to  the  intended 
experimental  measurement. 

6.  The  electrochemical  cell  geometry  must  be  in  accordance  with  best 

electrochemical  practice.  Adequate  agitation,  the  elimination  of  traps  for 

(34) 

gas  bubbles,  minimization  of  crevice  effects  , the  use  of  buffered  inlet 

solutions  whenever  possible,  and  provision  for  mechanical  abrasion  and  temp- 

, „ . (17,  19,  30,  32-33,  38)  ^ ^ 

erature  control  seem  desirable  . None  of  the  cells 

that  have  been  reported  meet  all  of  these  objectives,  although  the  modular 

cell  in  use  at  the  Naval  Air  Development  Center  comes  closest'  ' 

7.  The  sample  shape  (a  thin  wafer  or  prism)  used  by  all  of  the  above- 

cited  authors  should  be  maintained.  This  geometry  minimizes  extraneous 

(39) 

diffusion  paths  and  simplifies  the  mathematical  analysis  of  results 

(40) 

Greene  recommends  a cylindrical  electrochemical  sample  , but  many  re- 
searchers have  found  a flat  sample  better  insofar  as  reproducability  of  sur- 
(41) 

faces  is  concerned  . This  sample  geometry  is  also  preferable  *f  studies 
of  anis tropic  materials  are  to  be  undertaken. 

In  order  to  optimize  the  desirable  experimental  parameters  outlines  above, 
an  experimental  program  was  undertaken  to  improve  the  electrochemical  hydrogen 
permeation  technique.  Emphasis  was  placed  on  entry  surface  preparation  and 
on  ce'l  geometry  and  design. 
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EXPERIMENTAL  PROCEDURE 

Table  2 shows  the  chemical  analyses  of  the  Armco  iron  samples  used  in 
this  study.  Figure  1 shows  a block  diagram  of  the  electrochemical  hydrogen 

permeation  apparatus  used  in  this  investigation.  It  is  essentially  the 

( 211 

same  as  first  reported  by  Devanathan  and  Stachurski  , and  it  has  been 
used  elsewhere  by  a number  of  investigators^^'  2^  . The  potentio- 

stat  fabricated  for  this  study  is  described  in  Appendix  A,  and  the  regulated- 
current  D.  C.  power  supplies  are  described  in  Appendix  B. 

One  side  of  the  sample  (the  right,  or  exit,  side  in  Figure  1)  is  ex- 
posed to  an  aqueous  solution  and  maintained  at  a constant  anodic  potential 
by  means  of  a potentiostat.  Hie  current  necessary  to  hold  this  sample  at 

the  preset  potential  is  allowed  to  equilibrate  to  a minimum  current  value. 

2 

Once  a steady  state  background  level  is  reached  (less  than  1 microamp/cm  ) , 
hydrogen  is  introduced  into  the  opposite  side  of  the  sample  by  means  of  elec- 
trolysis  or  by  gas  phase  charging'  ' ' . Hie  atomic  hydrogen  which 

passes  through  the  sample  and  reaches  the  exit  surface  is  immediately  ox- 
idized to  hydrogen  ions  by  the  potentiostatic  circuit.  Hie  change  is  cur- 
rent necessary  to  maintain  the  exit  surface  at  the  preset  potential  is  a 
measure  of  the  flow  of  hydrogen  to  the  exit  surface.  Immediate  oxidation 
of  all  atomic  hydrogen  reaching  the  exit  surface  maintains  the  hydrogen  con- 
tent at  (or  near)  the  surface  very  close  to  zero.  Measurements  of  the  time 
to  achieve  measurable  flux  at  the  exit  surface,  the  shape  of  the  permeation 
buildup  curve  (measured  current,  or  calculated  flux,  versus  time),  and  the 
total  steady  state  flux  then  can  be  related  to  sample  thickness,  experimental 
temperature,  find  a wide  number  of  other  variables  22  26'  ^2'  42^ . 

Hiere  are  a number  of  methods  for  calculating  diffusivity  and  other 
parameters  from  the  hydrogen  permeation  data  obtained  by  this  technique. 
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All  are  predicated  upon  the  assumption  that  a steady  hydrogen  concentration 
is  attained  at  both  the  inlet  and  exit  surfaces.  The  exit  concentration 
(c  = 0)  is  relatively  easy  to  attain,  but  variations  in  inlet  hydrogen  con- 
centration have  been  noted  by  several  authors^9,  22'  38 ' 42  43^ . These 

variations  may  account  for  some  of  the  differences  in  hydrogen  mobility 

(23,  30,  38) 

data  which  have  been  reported  . 

Figure  2 shows  a typical  electrochemical  permeation  cell  such  as  has 

been  reported  in  the  literature.  It  is  modelled  after  the  cell  used  at 
(19) 

Cornell  and  is  essentially  the  same  as  that  reported  in  use  at  Ohio 

(30-31)  (39)  , , . __ 

State  , Watertown  Arsenal  , and  elsewhere.  There  sire  a number 

of  geometric  problems  associated  with  this  cell  design.  As  examples,  gas 

bubble  accumulation  and  inefficient,  or  nonreproduceable,  stirring  may 

account  for  seme  of  the  apparent  changes  in  hydrogen  charging  rates  which 

have  been  reported. 

The  electrochemical  hydrogen  permeation  cell  used  in  this  study  is 

shown  in  Figure  3.  It  was  designed  to  eliminate  the  undesirable  features 

of  the  cells  commonly  in  use  elsewhere  and  optimize  the  principles  of 

(40) 

electrochemical  apparatus  design  outlined  by  Greene,  and  now  generally 
accepted  in  the  corrosion  and  electrochemical  research  communities.  The 
ends  of  the  cell  are  transparent  to  allow  observation  of  the  experiment 
as  it  progresses. 


jL 
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COATED  ENTRY  SURFACES 

Several  researchers  have  reported  hydrogen  permeation  studies  using 
coated  inlet  surfaces^  ' . The  coating  is  intended  to  produce  an 

inert  surface,  minimizing  corrosion  effects  on  hydrogen  entry,  while  sup- 
plying a readily  permeable  medium  which  is  not  rate  controlling  for 
hydrogen  trams port.  Palladium  is  normally  selected  for  this  purpose  be- 
cause of  its  inertness. 

Both  electrolytic  and  electroless  palladium  coatings  have  been  re- 
ported; typically  these  deposits  are  approximately  10 ~5  cm  thick un- 
fortunately, these  deposits  are  not  always  inert,  and  rust  or  tarnish 
filsm  cure  sometimes  observed,  possibly  at  holidays  in  the  coating  or  as 

the  result  of  hydrogen  "blistering"  such  as  is  often  seen  in  high  tempera- 

(13  39) 

ture  hydrogen  attack  ' . Thicker  palladium  coatings  might  possibly 

decrease  the  presence  of  holidays , but  the  likelihood  of  hydrogen  damage  to 
the  palladium  layer  or  to  the  palladium-substrate  interface  would  be  in- 
creased. 

Many  researchers  have  abandoned  the  use  of  palladium  coating  on  hydro- 

(45-46) 

gen  inlet  surfaces  of  ferrous  alloys  . unfortunately,  this  intro- 

duces the  problem  of  a hydrogen  inlet  surface  which  is  reactive  with  its 
environment.  Examination  of  the  potential  -pH  diagram  for  iron^54^.  Figure 
4 (which  has  been  experimentally  confirmed) ^37'  41^  indicates  that  surface 
reactions  (ion  buildup  and  passive  film  formation)  resulting  in  hydrogen- 
entry  blocking  effects  are  to  be  expected  in  most  aqueous  solutions,  ex- 
pec  tally  during  those  times  when  a cathodic  charging  current  is  not  being 
applied.  Effects  of  this  nature  have  reported  on  titanium  samples^6'  46 


i 


-8- 


Low  current-density  cathodic  protection  of  inlet  surfaces  during  hydro- 
gen decay  cycles  (no  intended  measurable  hydrogen  inlet)  has  been  attemp- 
(25) 

ted  , but  this  approach  ignores  the  mixed-potential  nature  of  electrode 
interfaces*35  36) . Even  during  hydrogen  charging,  some  corrosion  of  the  in- 
let surfaces  seems  possible*38* , and  the  sulfuric  acid  or  sodium  hydroxide 
solutions  reported  to  have  been  used  for  charging  can  be  expected  to  cause 
passivation  during  times  when  the  charging  curcuit  is  not  activated. 

Electrolytic  charging  of  uncoated  entry  surfaces  using  well -buffered 
(32  38) 

acids  has  been  reported,  ' and  in  one  case  this  was  supplemented  by 
(38 ) 

surface  abrasion  . it  is  interesting  to  note  that  the  authors  who  have 
taken  these  precautions  report  lower  apparent  diffusivities  (i.  e.,  longer 
times  to  reach  steady  state)  than  those  who  have  not  compensated  for 
passivity  (see  Table  1) . 

Total  hydrogen  flux  levels  axe  generally  not  reported,  but  they  are 

(19) 

lower  for  uncoated  samples  than  those  reported  for  palladium-coated  samples 
This  may  be  due  to  blocking  effects  of  surface  corrosion  products  or  to 
other  factors. 

Figure  5 shows  a polarization  curve  for  Armco  iron  in  0.2N  NaOH,  the 
electrolyte  used  in  this  investigation.  It  shows  that  iron  is  reactive  in 
this  environment  over  a wide  potential  range.  This  is  in  agreement  with  the 
theoretical  (Figure  5)  and  experimental  potential  -pH  diagrams  for  iron*37'  41* 
and  with  other  studies  on  iron  in  basic  electrolytes*47'  48*#  Because  of  this 
reactivity,  it  was  necessary  to  coat  the  sample  surfaces  with  an  inert  coating. 

Metallic  palladium  was  chosen  for  this  purpose  for  reasons  which  have 
been  discussed  previously.  Figure  6 shows  the  Pourbaix  diagram  for  palladium 
and  indicates  that  no  reaction  with  sodium  hydroxide  is  likely  under  the 
experimental  conditions  of  this  investigation.  However,  the  possibility  of 
the  formation  of  palladium  hydride  must  be  considered*37'  45* . 

Reported  transport  rates  for  hydrogen  in  palladium  are  lower  than 


i 


. How- 


those  reported  by  the  same  investigators  for  hydrogen  in  iron  ^ 21 ' 2^ 

ever,  the  total  transport  rate  will  not  be  altered  if  the  palladium  surface 

layers  are  thin  enough  when  compared  to  the  substrate  metal  (iron  in  this 
(19) 

study).  (See  Appendix  C.) 

Figure  7 is  a typical  hydrogen  permeation  transient  that  has  been  re- 

(19) 

ported  for  palladium-coated  Armco  iron  . Figure  8 is  a hydrogen  permea- 
tion curve  for  palladium-coated  Armco  iron  obtained  in  this  study.  The 
only  intended  experimented,  differences  were  the  cell  design  (see  Figures  2 
and  3),  the  somewhat  higher  charging  density,  sample  thickness,  and  the 
palladium  coating  process.  It  is  interesting  to  note  that  a "steady-state" 
hydrogen  flux  was  not  reached  after  even  24  hours  for  the  sample  in  Figure  8. 
Most  of  the  hydrogen  fluxes  reported  in  Table  1 were  obtained  using  similar 
experimented  techniques  and  were  normally  calculated  using  "steady-state" 
flux  levels  obtained  in  minutes.  No  sample  preparation  techniques  involving 
possible  hydrogen  evolution  from  water  or  aqueous  solutions  were  used  in 
this  study  for  reasons  which  have  been  discussed  above. 

Figure  9 shows  hydrogen  permeation  transients  on  replicate  Armco  iron 
samples  for  the  first  two  hours  of  hydrogen  charging.  The  two  curves  are 

quite  similar  and  the  reproduceability  of  fluxes  is  at  least  as  good  as 
(19) 

reported  elsewhere  . Figure  10  shows  the  long-term  permeation  behavior 
* 

of  these  samples  . It  is  obvious  that  both  samples  require  a much  longer 
time  them  two  hours  to  reach  steady  state.  In  fact,  it  is  doubtful  from 
examining  Figure  10  that  either  permeation  curve  truly  leveled  off.  This 
type  of  transient  has  been  observed  previously,  although  the  reasons  for  it 
remain  controversial^13'  24'  39' 

Figure  11  shows  the  debonding  of  a vapor-deposited  palladium  coating 
from  the  Armco  iron  substrate  after  prolonged  cathodic  charging.  It  is  not 
dissimilar  to  the  blistering  shown  in  Figure  12  on  an  electrodeposited 
*One  experiment  was  terminated  after  22-1/2  hours  due  to  a power  failure. 
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(39) 

palladia  coating  after  similar  exposure 

Failures  of  this  type  led  to  the  use  of  an  argon-ion  plasma  coating  pro- 
cess  after  cleaning  of  the  sample  surface  by  ion  bombardment.  This  process 
was  done  under  subcontract  by  the  Mi  11 is  Research  Corporation  of  Millis , 
Massachusetts.  It  is  anticipated  that  a sputtered  coating  after  ion  bombard- 
ment cleaning  would  work  equally  well,  and  this  has,  in  fact,  been  used 

(16,  46) 

successfully  in  other  laboratories  . 

Figure  13  shows  successive  hydrogen  permeation  transients  for  replicate 
samples  of  plasma-coated  Armco  iron  and  of  vapor -deposited  Armco  iron.  Die 
long-term  hydrogen  flux  levels  are  noticeably  higher  for  the  plasma-coated 
samples . 

Microscopic  examination  of  the  plasma-coated  samples  after  prolonged 
cathodic  charging  failed  to  locate  any  defects  in  the  coating  or  any  in- 
dications of  debonding.  However,  the  surface  of  the  samples  were  sometimes 
discolored  after  exposure.  Figures  14  and  15  show  the  tarnish  which  appeared 
on  one  of  these  samples.  This  tarnish  could  not  be  identified  by  X-ray 
diffraction  or  X-ray  fluorescence. 

Figure  16  shows  a long-term  hydrogen  permeation  curve  for  a plasma- 
coated  Armco  iron  sample.  The  effects  of  room  temperature  on  the  measured 
permeation  rate  became  apparent  after  approximately  24  hours.  No  true 
steady  state  permeation  flux  was  obtained,  although  it  is  unclear  as  to 
whether  or  not  it  would  have  been  observed  in  a constant- temperature  environ- 
ment. 
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SUMMARY 

Electrochemical  hydrogen  permeation  curves  have  been  obtained  for 
palladium-coated  Armco  iron.  These  indicate  a substantially  slower  permea- 
tion rate  than  has  been  reported  elsewhere,  it  has  been  suggested  that 
the  slower  permeation  rates  (actually  the  longer  times  to  reach  a "steady- 
state"  hydrogen  flux)  may  be  due  to  undesired  surface  degradation*39'  45-46 ^ 
The  possibility  of  the  formation  of  palladium  hydrides  has  been  cited  for 

the  abandonment  of  the  use  of  palladium  entry  surfaces  in  same  laborator- 
(45) 

ies  . However,  the  charging  media  used  in  electrochemical  permeation 
experiments  are  reactive  with  ferrous  alloys, 32 ' 4^“48^  and  this  would 
cause  worse  entry-blocking  effects  than  those  to  be  expected  on  a palladium- 
coated  surface. 

The  use  of  ion-bombarcknent  for  surface  deeming  followed  by  subsequert 
plasma-deposition  coating  with  palladium  seems  to  produce  a nonreactive 
surface  for  hydrogen  transport  studies. 

The  long-term  hydrogen  permeation  buildups  shown  in  Figures  9 and  12 
would  yield  lower  apparent  diffusivities  them  those  commonly  reported  else- 
where. This  behavior,  generally  reported  as  "emomalous"  by  other  labora- 
tories*-4^, may  be  evidence  of  hydrogen  trapping.  It  seems  possible  that 
similar  results  might  have  occur ed  on  samples  subjected  to  low  charging 
rates  if  the  experiments  had  been  run  for  longer  times,  i.e. , long  enough 
to  expose  samples  to  similar  total  hydrogen  fluxes. 

Oriani  has  pointed  out  that  low  charging  rates  tend  to  emphasize  bulk 
transport  (diffusion)  processes,  whereas  high  charging  rates  tend  to  em- 
phasize trapping  effects*50^.  The  fact  that  Bockris  and  coworkers  have 

(24) 

seen  this  effect  only  on  samples  exposed  at  high  charging  rates  leads 
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to  the  possibility  that  these  "peaks"  are  due  to  hydrogen  trapping*12'  50 ' 
occur ing  simultaneously  with  bulk  migration  by  volume  diffusion  or  other 
processes.  If  this  be  the  case,  then  hydrogen  permeation  rates  would  in- 
crease until  the  effects  of  trapping,  and  the  growth  of  traps,  cause  a re- 
duction in  permeation  rate.  Conceivably,  the  end  result  of  such  a process 
would  be  disintegration  of  the  sample.  Some  authors  have  reported  that  re- 
produceable  hydrogen  buildup  transients  on  the  same  sample  can  only  be  ob- 
tained after  the  sample  has  first  been  saturated  with  hydrogen  for  a period 
of  time,  the  has  been  attributed  to  the  introduction  or  enlarging  of  traps 
during  charging  ' and  is  consistent  with  the  above-stated  hypothesis. 

'Ails  explanation  has  been  discussed  with  other  researchers  who  have 

(13  39  49) 

reached  similar  tentative  conclusions  ' ' . If  it  is  accepted  as 

an  hypothesis,  then  a number  of  problems  result  insofar  as  the  interpreta- 
tion of  hydrogen  permeation  data  is  concerned: 


1.  If  no  steady  state  condition  is  reached,  then  the  calculation 


methods  for  hydrogen  diffusivity 


(12,  17,  19,  23,  26,  43-44) 


which  depend  on 


the  measurement  of  a time  to  steady-state  flux  sure  invalid' 


2.  Degradation  of  a sample  due  to  the  presence  of  hydrogen  begins 


immediately  upon  the  introduction  of  hydrogen  into  the  sample.  This  means 


that  no  true  steady-state  condition  is  likely  to  be  obtained  and  the  trap 
density  of  a sample  can  be  expected  to  change  continuously  during  hydrogen 
charging.  This  can  occur  at  high  charging  rates  in  well-annealed  pure 
iron,  as  well  as  in  higher  strength,  higher  trap  density  materials  at  some- 
what lower  charging  rates. 

3.  Because  hydrogen  permeation  rates  have  been  reported  to  be  dependent 
on  hydrogen  concentration*14'  15*  comparisons  of  hydrogen  permeab* lity  be- 
tween alloys  must  be  made  on  samples  which  have  undergone  equivalent 
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charging  conditions,  i.  e. , the  same  total  amount  of  hydrogen  charging  intro- 
duced at  the  same  charging  rate. 

4.  High  charging  rates  should  be  used  to  study  trapping  effects  on 
hydrogen  permeation  ^ 50  * . 
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CONCLUSIONS 

1.  The  optimized  hydrogen  permeation  cell  in  Figure  3 has  been  shown  to 
yield  reproduceable  hydrogen  flux  levels  on  palladium-coated  ferrous 
alloy  samples  for  electrochemical  hydrogen  permeation  experiments. 

2.  Inert  sample  surfaces  are  necessary  to  study  hydrogen  transport 
characteristics  of  ferrous  alloys . Plasma -coated  palladium  has 
proven  to  be  an  acceptable  surface  for  this  purpose. 

3.  No  true  steady-state  hydrogen  flux  levels  can  be  achieved  for  the 
steels  studied  in  this  report.  For  this  reason,  no  apparent  dif fusivi- 
ties  can  be  calculated  for  these  alloys. 


J 
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TABLE  I.  Hydr  >J«T  NnMt'lon  Data  for  Iron  and  ttaal 


HATWIM.  TW  P { °C ) 


Dirrusivm  charging 

(a  10s  c»2/aac)  medium 
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TABLE  2:  ARMCO  Iron  Composition 


ELEMENT 

WEIGHT  PE 

Carbon 

0.00135 

Manganese 

0.045 

Phosphorus 

0.004 

Sulfur 

0.0025 

Silicon 

0.002 

Nitrogen 

0.0009 

Copper 

0.018 

Chromium 

0.006 

Nickel 

0.005 

Molybdenum 

0.005 

* 

Heat  analysis  supplied  by  Armco  Steel  Corporation,  Middletown,  Ohio. 
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Figure  1*  Block  diagram  of  the  electrochemical  hydrogen  permeation  apparatus 
used  in  this  investigation. 
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Typical  hydrogen  permeation  cell.  Hydrogen  inlet  cell  is  on  the 
left.  Hydrogen  outlet  cell  is  on  the  right.  E - Sample, 

B - Platinum  counter  electrode,  A - Reference  electrode  (saturated 
calomel) , C » Sparging  gas  inlet/outlet  (nitrogen) , d * Thermometer 
(After  A.  Kumnick,  Jto.  D.  dissertation.  Reference  19.) 


Figure  3:  Hydrogen  permeation  cell  used  in  tills  investigation.  Container  is  constructed  of  Teflon 

with  plexiglass  ends. 


Figure  8:  Typical  hydrogen  permeation  transient  for  palladium-coated  Armco  iron  obtained  in  this  study. 

Charging  current  density  * 5.21  ma/cm2,  thickness  = 0.053  cm,  temperature  = 24  3°C.  Palladium 

applied  by  vapor  deposition,  approximately  1200  Angstroms  thick. 
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Figure  9B:  Replicate  hydrogen  permeation  transients  for  Armco  iron  with  vapor  deposited  entry 

and  exit  surfaces. 
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Fijure  10:  Debonded  palladium  coatinq  after  prolonged  hydrogen  charging - 


* 
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Figure  11:  Blistering  of  elec trodeposi ted  palladium  coating. 
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Figure  12:  Hydrogen  permeation  transients  for  plasma -coated  and  vapor-deposited  Armco  iron.  Plasma- 

coated  transients  have  the  higher  long-term  permeation  currents. 


Effect  of  temperature  on  measured  permeation  current 
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APPENDIX  A:  POTENTIOS TAT  DESIGN  FABRICATED  FOR  THIS  STUDY 

Potan tips tat  Specifications 

Control  Range:  +1.00  Volts  with  respect  to  the  reference  electrode 

Maximum  Current  Output:  Approximately  1 Milliampere 

Reference  Electrode  Current:  Less  than  1 Picoampere 

Reference  voltage:  + 1.00  Volt  Obtained  from  Regulated  (+  15  VCD)  Supply 

Potential  Drift:  Less  than  10  Millivolts 

Supply  Voltage:  + 15VDC,  Regulated  .5%  Line,  .5%  Load 

Theory  of  Operation: 

The  curcuit  is  based  upon  a voltage  feedback  system,  using  A2  as  an 
inverting  amplifier  utilizing  negative  feedback.  The  non-inverting  terminal 
is  referred  to  ground  while  feedback  resistor  Rg  is  placed  in-between  the 
inverting  and  output  terminals.  Resistor  R4  is  placed  in  series  with  the 
signal  source  E^  and  the  inverting  terminal. 

It  can  be  shown  that  the  output  signal  EQ,  will  be 

E - -A (Es  - bE  ) where 

o o 

A “ Gain  of  the  Amplifier  (A2) , R5/R4 

E5  - Input  signal 

b ■ Fraction  of  the  output  signal  fed  back , and 

EQ  - Output  Signal. 

If  bEQ  * Eg,  then  the  voltage  between  the  auxiliary  and  working  elec- 
trodes, EQ,  and,  therefore,  the  current,  will  be  zero.  Thus  a difference  be- 
tween bEQ  and  will  cause  a non-zero  output  which  tends  to  bring  bEQ  and 

Ea  back  to  equivalence. 
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Aiqplifier  Al  is  set  up  as  a high  impedance  voltage  follower  for  the  in- 
put of  the  reference  electrode.  Utilizing  the  extremely  high  input  impedance 
of  Al  enables  the  life  , the  reference  electrodes  to  be  indefinite. 

Switch  SI  allows  the  polarity  of  the  reference  voltage  to  be  varied. 
Potentiometers  Rl  and  R2  allow  the  reference  voltage  to  be  accurately  set. 

Parts  List: 

Part  Number 
Al 
A2 

Rl 
R2 

R3<2) 

R4(2) 

R5 
Cl 

SI 

Miscellaneous:  Regulated  power  supply,  knobs,  jacks,  terminals,  cabinet 


Description 

Analog  Devices  Ad  515  Operational  Amplifier 

National  Semiconductor  LM  308  Operational 
Amplifier 

25K  Trim  Potentiometer 
IK  10  Turn  Precision  Potentiometer 
1M,  10%,  1/4  Watt  Resistor 
1.2M,  10%,  1/4  Watt  Resistor 
22M,  10%,  1/4  Watt  Resistor 
0.0082  uf,  lKv  Capacitor 
Spdt  Switch 


Schematic  of  potentiostat  fabricated  for  this  study 


APPENDIX  B: 


REGULATED-CURRENT  D.  C.  POWER  SUPPLIES 


Parts  List 


FABRICATED  FOR  THIS  STUDY 


Part  Number 


1C1 

Rl 

R2 

R3 

Cl 

Dl 


Description 

RCA  CA723C  Integrated  circuit 
lan,  10%,  1/4  Watt  Resistor 
10 , Trim  Rotentiometer 
330fi,  10%,  1/4  Watt  Resistor 
100  pF,  1KV,  Capacitor 
IN  457,  Diode 


15  V DC  Regulated  Power  Supply, 
Switches,  Chassis 


Miscellaneous : 


Terminals,  Ammeter, 


Figure  Bis  Schematic  of  regulated-current  D.  C.  power  supply  fabricated  for  this  study, 
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APPENDIX  C.  CALCULATIONS  AS  TO  WHETHER  PALLADIUM  COATINGS 
WILL  BE  RATE  LIMITING  FOR  HYDROGEN  TRANSPORT 


The  use  of  the  palladium  coatings  on  both  the  inlet  and  exit  surfaces 
of  the  specimens  has  certain  advantages  which  have  been  discussed  pre- 
viously in  the  report.  It  is  necessary,  however,  to  be  certain  that  it 
is  not  the  palladium  which  is  limiting  the  diffusion,  but  rather  the  iron. 

An  order  of  magnitude  calculation  can  be  obtained  to  compare  the 
potential  flux  across  the  Pd  layer  as  compared  to  that  across  the  iron. 

The  steady  state  flux  can  be  represented  as  follows: 


C 


Fe  Pd 


2 

D (cm  /sec) 

n 

H 

o 

i 

Ul 

= 10-7 

Cq  (Arbitrary  Units) 

1 

100 

L (cm) 

5 x 10-2 

2 x 10~5 

iojs  , x 10- 2J  , 2>5  x 103  (Bef-  19) 

Joo  Fe  10"5  (1/5  x 10-2) 


Coupled  with  the  fact  that  for  identical  samples,  one  with  a palladium 
coated  inlet  surface  and  one  without,  the  coated  sample  produces  the  higher 
flux,  there  is  little  doubt  that  it  is  the  iron  layer  which  is  rate  limiting 
and  not  the  palladium.  This  calculation  is  identical  in  method  to  that  used 
in  A.  Kumnick,  Ph.  D.  Dissertation,  Cornell  university,  1972  (Reference  19). 
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